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The laboratory of paleomagnetism of Montpellier (France) has developed a new one-axis vibrating thermal
magnetometer dedicated to the study of physical properties of natural rocks remanence. Among its key char-
acteristics, this apparatus allows both measurement of the magnetization moment on the interval from room
temperature to 700◦C with a precision of 2 × 10−9 A m2 and acquisition of a total or a partial thermo-remanent
magnetization using a steady ﬁeld from −100 up to 100 μT. Another point that is worth noting is that one can
apply a controlled atmosphere by means of argon ﬂux to prevent oxidation of the studied sample during heating.
We report here a technical description of this new instrument and review some speciﬁc applications in absolute
paleointensity surveys.
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1. Introduction
In 1994, the paleomagnetic laboratory in Montpellier
bought a vibrating magnetometer with translation manufac-
tured by Orion (Borok, Russia). The principal characteristic
of this one-axis magnetometer is to measure continuously,
during heating-cooling cycles between room temperature
and 700◦C, the remanent magnetization recorded in rock
samples of ∼1 cm3. A second speciﬁcation is that continu-
ous measurements are carried out either in a null magnetic
ﬁeld (demagnetization curve) or in presence of a weak mag-
netic ﬁeld between −100 and +100 μT applied along one
axis of the sample (magnetization curve). It is obvious that
such apparatus is of great interest in paleomagnetic surveys
since it allows direct testing of the physical properties of
the natural remanent magnetizations (NRM). In particular,
it opens new prospects in different ﬁelds such as:
1) The selection of well-suited samples for paleointensity
determinations (Camps et al., 1996; Carvallo et al.,
2003).
2) The development of new methodologies in paleointen-
sity (Biggin and Perrin, 2007; Camps et al., 2008).
3) The experimental investigation of physical properties
of thermo, thermo-viscous, and chemical remanent
magnetizations, according to the size of magnetic min-
erals (Biggin and Poidras, 2006; Draeger et al., 2006).
Unfortunately, the original apparatus was inadequate in
terms of reliability, since we encountered multiple break-
downs of various origins, and unsatisfactory in terms of sen-
sitivity, especially at high temperature, since some slightly
magnetized basalts could not be analyzed. Consequently,
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during more than 10 years, we have worked on its devel-
opment and upgrade with the objective of improving both
its reliability and its sensitivity. We now have a new proto-
type called a controlled atomsphere thermo-magnetometer
(CatVTM) in which only the detecting coils and the ﬁeld
application coils are the same as those of the original. This
apparatus can be added to the list of laboratory-made mag-
netometers, dedicated to rock magnetic studies, which are
able to measure magnetic moments at elevated temperature
(see Wack and Matzka, 2007, for a review).
In the ﬁrst part of this paper, we will provide a technical
description of the Montpellier instrument by emphasizing
its technical characteristics. We then review some speciﬁc
applications in absolute paleointensity surveys. Finally, we
conclude on what could be its future developments.
2. MagneticMomentMeasurement in aVibrating
Magnetometer
The principle of a vibrating magnetometer is to measure
a voltage induced in a pick-up coil assembly by a changing
magnetic ﬂux. Usually, the changing ﬂux is achieved by a
periodically change of the sample position along the vibrat-
ing axis within a ﬁxed detecting coil assembly. The motion
of a magnetic sample produces a magnetic ﬂux through the
coil as:

B = G · M
where 
B is the magnetic ﬂux in Webers, G is the vectorial
geometry factor in Wb/A m2, and M is the magnetic mo-
ment of the sample in A m2. The voltage induced in the
coils by the change in times of the magnetic ﬂux is given by




where v is the voltage in volts, and t is the time. For
a vibrating magnetometer with a linear translation of M
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Fig. 1. Schematic diagram of the CatVTM where a and b are the ﬁrst and the second pick-up coil, respectively, connected in series opposition and
perpendicular to the vibration axis, c is one of the X -Y ﬁeld nulling coils, d is the 2-layer mumetal magnetic shield, e is the ﬁeld solenoid, f is the
woolrock insulation and water jacket, g is the sample holder with argon ﬂow, h is the sample and the thermocouple, i is the heating coil, j is the carbon
rod, k is the linear motor, and l is the linear bearing. Dashed lines are the connected parts of the same coils. The sketch is out of scale.
following the z-axis, an oscillatory voltage is generated as:




This equation helps us to identify three important parame-
ters that allow us to achieve the best measurement perfor-
mances. The ﬁrst is the sample signal M, which is the sum
of the remanent magnetic moment of the sample Mr and an
induced moment Mi that is only present if a residual mag-
netic ﬁeld exists in the measurement zone. Provided that
Mi is negligible, there is nothing we can do in terms of the
sample signal except to choose a sample volume as large
as possible. The second, and certainly the most important,
is the variation of the vectorial geometry factor along the
vibrating axis (dG/dz). This term characterizes the depen-
dence of the signal induced in the coils upon the sample-coil
system geometry. The third represents the sample motion
(dz/dt). It depends on the quality of the mechanical sys-
tem and on its control. In a vibrating magnetometer, the
sample undergoes a sinusoidal vibration such as:
z = z0 + a cos(ωt)
where z is the sample position along the vibration axis, a
and ω are the amplitude and the angular frequency of the
vibrations, respectively, and z0 is the distance between the





This equation clearly shows that, for a given sample mag-
netic moment, a larger vibration amplitude a as well as a
higher frequency of vibration ω will increase the voltage
induced in the coils and, therefore, will increase the magne-
tometer sensitivity.
3. CatVTM: Description and Solutions
The CatVTM magnetometer is a horizontal assembly
composed by several main parts described hereafter and il-
lustrated in Fig. 1.
3.1 The sensor assembly
We kept the original sensor assembly as manufactured
by the Orion Company (Borok, Russia). This assembly
consists of two coils in series-opposition centered in two
concentric mumetal shields. Their physical characteristics
are as following:
• Outer (inner) coil diameter: 74.8 (37.8) mm
• Coil width: 17 mm
• Outer (inner) mumetal shield: 164 (144) mm length
and 100 (77) mm diameter.
• Resistance of the two coils in series: 14,955 
• Wire diameter: 0.11 mm.
3.1.1 G(z) proﬁle determination Knowledge of the
vectorial geometry factor along z-axis is fundamental to be-
ing able to fully describe the sensor assembly. The main
reason is practical: the zone in which the sample is trans-
lated must be chosen such as dG/dz is as constant as pos-
sible over all the sample volume during its movement. We
determined the G(z) proﬁle by means of two different ap-
proaches. The ﬁrst was to solve numerically the analyt-
ical solution for our sensor assembly geometry (see Ap-
pendix A). The second was to measure experimentally this
proﬁle. This is done simply by measuring the magnetic ﬁeld
generated along the vibrating z-axis when the sensor coil as-
sembly is supplied with a known current I . The G(z) proﬁle
is then estimated using the relation:
B(z) = G(z) · I
where B is the magnetic induction in Tesla, and I , the cur-
rent passing through the wires in Ampere. We designed and
built a speciﬁc probe to achieve this measurement (see Sec-
tion 3.2). We ﬁnd, using a 0.01-mA DC current, a max-
imum ﬁeld of 4.15 μT for z = −23.5 mm and a mini-
mum ﬁeld of −4.15 μT for z = 23.5 mm. The zone where
(dG/dz) is nearly constant and offers a good range for sam-
ple motion is bounded between −13 mm and 13 mm. Over
this amplitude range, the slope of (dG/dz) is 26.21 T/A m
(Fig. 2). Setting the value of the vibration amplitude a
to 8.14 mm and the vibration frequency f to 8 Hz, with
ω = 2.π. f , we can calculate a peak-value of 0.4092 m/s for
(dz/dt). Then, the value of the magnetic moment measured
by the lock-in ampliﬁer (model SR830) and the preampliﬁer
is:
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Fig. 2. Vectorial geometry factor proﬁle G(z). The calculated proﬁle (bold curve) is compared to the experimental measures (open circles). The thin




where Mrms is the root mean square (rms) of the magnetic
moment in A m2, K is the gain of the preampliﬁer, here
K = 6675, and M is the sample magnetic moment.
3.1.2 Offset and noise The output of the lock-in am-
pliﬁer vrms is given by:




where vpoffset and vpnoise are the constant offset and the con-
stant noise of the preampliﬁer, respectively, K is the gain
of the preampliﬁer, Mm is the measured magnetic moment
(Mm = M + Mnoise), am is the amplitude of the vibration
(am = a + anoise), ωm is the circular frequency (ωm =
ω + ωnoise), and vsnoise is the Johnson noise of the sensor
coils. The offset and noise determinations were achieved
experimentally using ﬁrst a vibrating coil with no current
(I = 0 A) giving a null magnetic moment (M = 0 A m2).
Setting I = 0 A, we have:
vrms = vpoffset + vpnoise + K .vsnoise
The experiment lasted 20 mn during which 776 data sets
were acquired. We averaged the 20-mn-signal by calculat-
ing the arithmetic mean, and found 66±47 μV. The mean
value corresponds to the offset of the preampliﬁer, while
the standard deviation is the noise of the preampliﬁer plus
the ampliﬁed noise of the sensor. A value of 47 μV corre-
sponds to 0.6 ×10−9 A m2rms or 3.1 ×10−9 A m2 peak-to-
peak noise. Then, since the noise depends on the magnetic
moment, we repeated the same experiment for different val-
ues of current through the calibration coil.
3.1.3 Johnson noise The detection coils produce a
Johnson noise, generated by the thermal agitation of elec-
trons, which happens regardless of any applied voltage. The
rms value of the voltage across a resistor due to the Johnson




where kB is the Boltzmann’s constant in joules per Kelvin,
T is the coil temperature in Kelvins, R is the resistor value
in ohms, and  f is the bandwidth in Hertz over which the
noise is measured. The amount of noise measured by the




where vnoise is the rms voltage in nVolts, R is the resis-
tance of the sensor coil system, and W is the equivalent
noise bandwidth of the SR830 low-pass ﬁlter. In our vi-
brating magnetometer, with R = 14955  and W = 0.026,
the minimum rms-noise we could achieve is theoretically
2.56 nanovolt. This value corresponds to 0.34 × 10−9 A m2
or 1.7 × 10−9 A m2 peak-to-peak noise as notiﬁed in the
SR830 manual (page 3.17).
3.1.4 Calibration As shown on Fig. 2, harmonic dis-
tortions are suspected because (dG/dz) is not perfectly
constant over the amplitude range. We quantiﬁed the rate-
distortion D of the output waveform for two vibration am-
plitudes, 8.14 and 3.61 mm peak-values, keeping the vibra-
tion frequency at a constant value of 8 Hz. Results are pre-
sented in Table 1 for the ﬁrst ﬁve harmonics. Note that a
value of 8.14 mm is preferred for a general use, although the
rate-distortion is higher than that for a value of 3.61 mm, be-
cause the corresponding (dG/dz).(dz/dt) is higher (10.72
compared to 4.75). Consequently, one needs to calibrate the
sensor in order to compensate the system non-linearities.
One way to perform the calibration is to build a dedicated
coil. Paperno and Plotkin (2004) described how to design
a cylindrical induction coil to accurately simulate an ideal
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Table 1. Measurements of rate-distortion.
Harmonics D % D %
f = 8 Hz a = 3.61 mm a = 8.14 mm
1. f 100 100
2. f 0.451 2.047
3. f 1.128 1.528
4. f 0.028 0.044
5. f 0.085 0.026
6. f 0.002 0.003
Total 1.218% 2.555%











magnetic dipole. The calibration coil we built is 6.35 mm
long and 9.5 mm in diameter. This coil produces a mag-
netic moment of 1.488 × 10−3 A m2 for 1 A. An alternative
solution is to perform a cross calibration between our 2G
cryogenic magnetometer and the CatVTM by measuring on
both systems a remanent magnetization imparted to a sam-
ple in the laboratory. This double measurement is repeated
for several steps of AF-demagnetization until the limits of
the CatVTM are reached.
3.1.5 Signal-to-noise ratio We use our calibration
coil to determine the signal-to-noise ratio (STN). Each ex-
periment lasts 20 mn during which a constant current is ap-
plied. The STN is given by:





where vsignal is the average of the output voltage, and vnoise
is the corresponding standard deviation. It is usually admit-
ted that measurements with a STN ratio lower than 10 dB
are inexploitable. Results reported in Table 2 show that
meaningful measurements can be performed from a sam-
ple magnetic moment as low as 2 × 10−9 A m2 (15 dB).
These results take into account the modulation “noise” in-
duced by the variation of amplitude, which is estimated to
be about ±50 μm from the equation in Section 3.1.2, and
by the variation of frequency, which is fn = ±0.001 Hz.
3.1.6 Other sources of noise Additional noises on
the magnetic moment measurements are due to the resistive
heater and to the solenoid applying the ﬁeld on the sample.
These noises are difﬁcult to be estimated. During heatings,
the physical and chemical properties of the magnetic miner-
als may suffer from changes. These variations can be con-
sidered as a noise because we lose information in the signal
due to uncontrolled changes in the magnetic properties of
the sample.
3.2 Magnetic shielding
The pick-up system is surrounded by two mumetal mag-
netic shields that provide a low reluctance path guiding the
magnetic ﬁeld around the measurement zone. An accurate
estimation of the residual ﬁeld is required. As the furnace
inner diameter is only 17 mm, it is clearly not possible to
measure the three components of the residual ﬁeld in the
measurement zone. To obtain this measurement, we de-
signed and built a speciﬁc 3-axes probe that incorporated
the Honeywell sensors HMC1001 and HMC1002. Those
magnetoresistive sensors are able to detect a magnetic ﬁeld
as low as 3 nT at a frequency of 10 Hz. The sensors
are mounted on a printed circuit board. Sensor control,
signal acquisition, and data processing are achieved with
the MSC1211 component from Texas Instruments. The
MSC1211 is a precision 24-bit analog-to-digital converter
(ADC) with a 8051 microcontroller. This probe is a stan-
dalone system that can be used to measure the magnetic
ﬁeld for other needs in the laboratory.
The shielding factor or effectiveness S is deﬁned as the
ratio of the external ﬁeld to the residual ﬁeld within the
shielded zone. Our system yields a good attenuation, with S
being measured between 175 and 250. Despite the mumetal
magnetic shield, the ﬁeld in the measurement zone is not
totally cancelled. To obtain better results the system is
positioned so that its axis is perpendicular to the ambient
magnetic ﬁeld. However there is still a little ﬁeld measured
between 100 and 200 nT which has to be cancelled.
3.3 Field application coils
A solenoid located between the pick-up coils and the
sample enables the user to apply a ﬁeld along the z-axis of
the sample. This same solenoid is used to apply an offset to
obtain a residual ﬁeld as little as possible when a null ﬁeld is
required. The quality of the current source is a decisive fac-
tor. We use a National Instruments digital-to-analog card
followed by a voltage-to-current ampliﬁer to drive the z-
coil. It also appears that the transverse ﬁeld in the measure-
ment zone is not null and can actually be quite important
depending on the quality of the mumetal shielding. We en-
countered problems with induced magnetization caused by
this ﬁeld. Two perpendicular Helmholtz coil assemblies are
wound between the magnetic shield and the pick-up coils to
cancel this ﬁeld. Two sources supply a small current to each
coil to nullify the two components of the transverse ﬁeld.
3.4 Sample heater
The heating of samples is one part of the system to which
we have to give attention. It is a resistive furnace made of
a biﬁlar winding that is non-inductive in a theoretical point
of view. We have to pay attention on how to wind in order
to achieve the non-inductivity and to offer a homogeneous
temperature proﬁle in the measurement zone. The furnace
is wound with Nikrothal 80 non-magnetic wire on a quartz
tube with an inner diameter of 17 mm and an outer diameter
of 20 mm. The total resistance is 75  and the maximum
current is 2 A. A copper jacket and a thin layer of rockwool
insulate the heater from the resistor coils. The jacket is de-
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Fig. 3. Sketch of the sample holder. Sample size is 1 cm3.
signed so that the cooling liquid ﬂow is regular along its
whole length. The cooling circuit is closed-looped, and the
ﬂow rate is regulated at 0.6 l/h. If for any reason the ﬂow
rate is to low, the security switches down the power supply.
The power supply, designed and self-built in the laboratory,
is a pulse width modulation (PWM) system supplied with a
150-V voltage source. It is a full H-Bridge which enables
a bi-directional current ﬂow in the resistor wire. The speci-
ﬁcity of this PWM power supply is that each current pulse
is reversed in order to minimize the effect of the imperfect
non-inductive winding. The period of the PWM is 1 kHz.
The temperature is measured with a thermocouple type E
(−200 to 900◦C) or type S (0–1450◦C). The thermocouple
is part of the sample holder, and its exposed part is in direct
contact with the sample. We use a Eurotherm controller to
program the ramp rate and dwelling temperature needed to
control the heating process.
3.5 The sample holder
The sample holder consists of three ceramics parts
(Fig. 3): the holder itself is made in Macor. This machin-
able glass ceramic has a continuous use temperature of
800◦C and a peak temperature of 1000◦C. Its coefﬁcient of
thermal expansion readily matches that of most metals and
sealing glasses. It exhibits zero porosity, and unlike duc-
tile materials, will not deform. It is an excellent insulator at
high voltages, various frequencies, and high temperatures.
This holder minimizes the heat loss out of the heater.
The bell that maintains the sample is made of Shapal. It
is a machinable form of aluminium nitride ceramic with ex-
cellent mechanical strength and thermal conductivity. Sha-
pal has zero porosity, good abilities to seal under vacuum,
and low thermal expansion coupled with a high heat re-
sistance. Shapal also offers excellent machinability with
conventional machine tools. The machined Shapal-bell (fe-
male) is screwed onto the male screw thread of the Macor-
holder. During the experiment they join together with a
bond made of water and kaolin. We use some rockwool
in the assembly to avoid direct contact between the sample
and the bottom of the bell. Inside the Macor-holder, there is
a ceramic rod (two holes) that contains the thermocouple.
A gas ﬂow (argon) is sent through a hole at the base of
the Macor-holder and exits the Shapal-bell through a little
hole. The ﬂow is tuned at the ﬂow meter to be at the lowest
rate as possible (∼0.05 l/mn). An electrical valve is driven
by the computer to shut off the gas supply at the end of
the experiment. A 70-cm-long ﬁber carbon rod is used to
connect the sample holder to the motor.
3.6 Sample motion generator
As seen previously, stability of both the amplitude and
frequency of the sample displacement is required to achieve
a good measurement. This is why we used a linear motor.
We chose the Thrusts Tube Micro Motor model TB1104
from Copley Motion Systems. The mass of the system
(forcer mass + sample holder + transmission rod) limits
the speed performances of the assembly. The motion of
16.14 mm peak-to-peak at 8 Hz is a compromise between
sensitivity and long-time performance. Actually, some ex-
periments can last more than 30 hours. The motor forcer
moves along the axis of the thrust rod mass (Fig. 4). It is
heavier than the thrust rod mass but, like the thrust rod, it is
strongly magnetized and thus has to be steady. The forcer
is ﬁxed to a low proﬁle guide system. The carbon rod con-
nected to the sample holder is ﬁxed at the extremity of the
system. The mechanical assembly has to be as simple as
possible. We use a miniature Drylin (linear bearing) sys-
tem from Igus to minimize the friction. The two ﬂoating
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Fig. 4. Sketch of the linear motor.
bearings used to guide the motor are very light and have a
very low coefﬁcient of friction. The mobile forcer is ﬁxed
to a plate to transmit the motion to the ﬁber carbon rod. A
linear optical encoder module reads the position on a linear
scale ﬁxed on the mobile assembly. The resolution of the
encoder assembly is 8.8 μm. We use a DC brushless digital
servo-ampliﬁer to drive the motor and program the sample
displacement. The servo-ampliﬁer is conﬁgured via a three-
wire, full-duplex RS-232 port by means of the CME2 soft-
ware or with speciﬁc commands. The servo-ampliﬁer pro-
vides a function-generator command to conﬁgure the am-
plitude and frequency of the motion. The stability of the
vibration is ±0.001 Hz for the frequency and ±50 μm for
the amplitude.
3.7 Signal processing
As the pick-up coil assembly has a high resistance
(15 k), it behaves more like a current source than a volt-
age source. Thus, we used a current-to-voltage preampliﬁer
followed by a low-pass ﬁlter. The output of the preampliﬁer
is directly connected to a lock-in ampliﬁer SR830 (Stan-
ford Research System). The reference input comes from a
photo-electric detector that is mounted on the motor assem-
bly.
3.8 Data processing
Labview is used to conﬁgure the experiment and to pro-
cess the data. The computer drives the temperature con-
troller, the applied ﬁeld, the motor servo-ampliﬁer, and the
lock-in ampliﬁer through the GPIB bus. Before running the
experiment, the user has to deﬁne a succession of temper-
ature and applied ﬁeld proﬁles. Each proﬁle consists of a
heating or cooling ramp rate (with ﬁeld to apply) and the
temperature to be reached (with ﬁeld to apply). There is no
limitation in the number of proﬁles. During the experiment
it is possible to remove or add a proﬁle.
At the end of each proﬁle the magnetization at the dwell
temperature is computed. Each proﬁle has its own dataﬁle
on which it is possible to work during the experiment. As
soon as the experiment is ﬁnished, the results are available
and can be plotted and analyzed.
4. Applications in Absolute Paleointensity Deter-
mination by the Thellier Method
4.1 The paleointensity method and its limitations
The principle of absolute paleointensity determination
with Thellier-type experiments Thellier and Thellier (1959)
rests on the modeling of the NRM by an artiﬁcial thermo-
remanent magnetization (TRM) acquired in the laboratory
in the presence of a known magnetic ﬁeld H. Indeed, the
methods are based on a direct comparison between the step-
wise thermal demagnetization of the NRM and the acquisi-
tion of partial TRM (pTRM). Various aspects of the method
applicability have been widely discussed (see for a review
and a description of the original Thellier method and its
derivatives; Valet, 2007). To be brief, igneous rocks used
for paleointensity determinations must satisfy the following
three conditions,
1) The NRM must be a TRM not disturbed by signiﬁcant
secondary components.
2) The magnetic properties of the samples must be rea-
sonably stable during the laboratory heating.
3) The Thellier method is based on three assumptions
concerning the properties of pTRM, usually referred to
as the Thellier laws (Thellier, 1938), which are valid
only for ﬁne remanence carriers, i.e., single-domain
(SD) or small pseudo-single-domain (PSD) grains:
(i) Additivity law: let two pTRMs imparted in the
same magnetic ﬁeld, pTRM(T1, T2), being acquired
in the temperature interval T1–T2 and pTRM(T2, T3)
being acquired in the temperature interval T2–T3 with
T1 > T2 > T3 then,
pTRM(T1, T2) + pTRM(T2, T3) = pTRM(T1, T3)
(ii) Independence law: the blocking and unblocking
temperatures of pTRMs must be equal. This means
that a pTRM(T1, T2) is not thermally demagnetized
when heated in zero ﬁeld at a temperature lower than
T2, while it is totally demagnetized when heated in
zero ﬁeld at a temperature equal or greater than T1.
(iii) The intensity of a pTRM(T1, T2) should not de-
pend on the thermal history of the sample. This prop-
erty can be checked for instance by comparing two
different kinds of pTRM: a pTRMa(T1, T2) acquired
when the upper temperature T1 is reached by cooling
from Curie Temperature (Tc), i.e., from above, and a
pTRMb(T1, T2) when T1 is reached by heating from
Troom, i.e., from below (Vinogradov and Markov, 1989;
Shcherbakova et al., 2000). If the pTRMs are indepen-
dent of the thermal history of the rock sample, then
pTRMa(T1, T2) = pTRMb(T1, T2)
It is obvious that Thellier-type experiments impose se-
vere conditions on the samples that are rarely encountered
in natural rocks. A direct consequence is that paleointen-
sity determinations are very often characterized by a high
failure rate, ranging between 70 and 90% (Perrin, 1998).
Hence, the number of determinations of absolute paleoin-
tensity available is extremely low: To date, approximately
3000 data, representative of instantaneous recordings of the
paleomagnetic ﬁeld, have been published for the whole of
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Fig. 5. Continuous thermal demagnetization curves of NRM and artiﬁcial
total TRM acquired in a 50-μT ﬁeld for a lava sample from Amsterdam
Island (Carvallo et al., 2003). In the present case, the similarity between
the two curves suggests that the NRM is a TRM.
geological time. In addition to the low number of data avail-
able, their quality is unequal: 63% of the published data are
eliminated with criteria of selection not particularly severe
and, speciﬁcally, almost all the determinations between 4
and 60 Ma are eliminated (Perrin and Schnepp, 2004).
One of the speciﬁc purposes of using the CatVTM in
Montpellier is to directly test the physical properties of
NRM in order to provide a relevant preselection of samples
that can be successfully used for a paleointensity determi-
nation. Examples of simple tests carried out to this end are
reviewed in the following sections.
4.2 Is the NRM a pure TRM?
A positive answer to this question is the ﬁrst prerequi-
site for obtaining a paleointensity. Researchers generally
use directional arguments to detect the presence of a signif-
icant secondary component in the remanence, such as the
grouping of NRM direction in the same cooling unit associ-
ated with a careful examination of the individual vector end-
point diagrams obtained during the demagnetization in the
paleodirection study. This question may be answered more
directly using our CatVTM, provided no noticeable chem-
ical changes in the ferrimagnetic minerals occurred during
the laboratory heatings. The experimental approach con-
sists in comparing the shape of the continuous thermal de-
magnetization curve of the NRM with that of an artiﬁcial
total TRM, which has been imparted in a laboratory ﬁeld H
during the cooling from Tc to Troom on the same sample or
on a sister sample from the same core. In this experiment,
samples have to be drilled in the direction of the character-
istic NRM due to the CatVTM limitation of measurement
along a single axis. A similar shape of these two continu-
ous demagnetization curves is qualitative evidence that the
NRM is actually a TRM (Fig. 5) (Camps et al., 1996; Car-
vallo et al., 2003). This involves the corollary that a differ-
ence between the two curves suggests that the NRM is not
a pure TRM, which is a sufﬁcient condition to turn down
samples from the selection. Moreover, the demagnetiza-
tion curve of the NRM yields an estimate of the unblocking
temperatures of NRM, which is valuable information for
choosing the heating steps in the Thellier experiment.
It is obvious that a positive result in this experiment
proves not only that the NRM is a TRM but also that the na-
ture and/or the physical properties of the Fe-Ti oxides carry-
ing the magnetization are not altered during heatings. Thus,
condition 1 and condition 2 as stated above are checked si-
multaneously. In practice, the thermal stability is ﬁrst ver-
iﬁed independently by continuous measurements of mag-
netic susceptibility in a weak ﬁeld according to the tem-
perature (KT curves). In Montpellier, we use the suscep-
tibility meter Kappabridge KLY3 associated to the furnace
CS3, in which the heating-cooling cycles are performed un-
der Argon ﬂux in order to limit oxidation of the ferrimag-
netic minerals. Because we believe it is important in the
sample selection procedure to keep constant the experimen-
tal conditions, NRM and TRM demagnetization curves are
measured in the CatVTM also under Argon ﬂux.
4.3 Bol’shakov and Shcherbakova’s pTRM-tail test
The next step in sample selection for paleointensity de-
termination is to assess the magnetic domain size in order to
keep only samples with SD-like pTRM behavior. As stated
in condition 3, the presence of multi-domain (MD) grains
will invalidate the Thellier method. The size of the grains
is usually estimated by the measurement of the hysteresis
loop parameters for the whole rock. However, this mea-
surement often gives ambiguous answers between the be-
havior of a PSD grain and that of a mixture of SD and MD
grains. Bol’shakov and Shcherbakova (1979) were the ﬁrst
to suggest that the domain structure can be inferred from
a thermomagnetic criterion. This test, illustrated in Fig. 6,
consists of a direct veriﬁcation of the Thellier law of inde-
pendence of pTRM, which implies that any pTRM(T1, T2),
with T1 > T2, must be entirely destroyed when heated in a
zero ﬁeld strictly in the interval T2–T1. From an experimen-
tal study on synthetic powders of magnetite and hematite
of various sizes, Shcherbakova et al. (2000) deﬁned the A
parameter by
A(T1, T2) = tail[pTRM(T1, T2)]
pTRM(T1, T2)
× 100%
as the relative intensity measured at room temperature of the
pTRM remaining after heating to T1 (pTRM-tail). Accord-
ing to this experimental study, this parameter can serve as a
quantitative indicator of the domain structure of a sample.
They found the following thresholds. The remanent carrier
is predominantly SD grains for A(T1, T2) < 4%, they be-
have as PSD grains for 4% < A(T1, T2) < (15–20)%, and
they are predominantly MD grains for A(T1, T2) > 20%.
A major drawback of the Bol’shakov and Shcherbakova
(1979)’s pTRM-tail test is the initial heating to the Curie
temperature necessary to demagnetize the NRM prior to the
pTRM acquisition. Thus, this test can be applied only for
samples thermally stable.
The main application of determining parameter A is
usually to screen out samples ill-suited for paleointensity
determinations (see Camps et al., 1996; Perrin, 1998).
Shcherbakov et al. (2001), arguing that this parameter is
physically meaningful, even suggested using it systemati-
cally before any paleointensity experiments. Further appli-
cations of the A parameter have been proposed by Carvallo



















Fig. 6. pTRM tail-check: continuous thermal demagnetization of pTRM(T1, T2) illustrating two different pTRM-tails. The low-temperature pTRM-tail
corresponds to the part of pTRM(T1, T2) removed at T2. The high-temperature pTRM-tail corresponds to the part of pTRM(T1, T2) unremoved at
T1. A(B) is the low-temperature pTRM-Tail measured at room temperature for PSD(MD) grains. C(D) is the high-temperature pTRM-Tail measured
at room temperature for MD(PSD) grains. Figure redrawn from Plenier et al. (2003).
  
Baseline : 200  C

























Fig. 7. Comparison of two NRM-TRM diagrams obtained with the CatVTM from two sister-specimens from the same core, where the remanences
(NRM left, pTRM gained) are measured at 50◦C (open circles) and at 200◦C (ﬁlled circles). This basalt is characterized by a joint presence of
MD grains with a Curie temperature of 150◦C and of SD grains with a Curie temperature above 500◦C. Measurements are performed under Argon
atmosphere.
et al. (2003) and Plenier et al. (2003) to help in the inter-
pretation of NRM-TRM diagrams. In their study, these re-
searchers measured the coefﬁcient A at increasing tempera-
ture intervals and used the results to validate their choice of
the most suitable portion of the NRM-TRM diagrams when,
in non-ideal cases, two slopes yielding a technically accept-
able determination are present. Whatever the use of the A
parameter, its determination, when possible, strengthens the
reliability of a paleointensity determination.
4.4 Pseudo-Thellier paleointensity
Perrin (1998) proposed a different approach to select suit-
able samples for paleointensity determination which do not
require, as the pTRM-tail test, a total thermal demagne-
tization prior to the experiment. She proposed perform-
ing a Thellier-like experiment, using the CatVTM, with the
sole objective of estimating the shape of the NRM-TRM
diagram and therefore the temperature range where a real
Thellier experiment would be subsequently be performed.
This method is called pseudo-Thellier because the limita-
tion of measuring the magnetization along one axis induces
for many errors to allow the paleointensity estimate to be
considered valid. This conclusion remains true even if the
small sample used in this experiment is drilled as close as
possible along the characteristic NRM direction.
4.5 Shift of the baseline in Thellier experiment
The idea is to perform a traditional Thellier and Thel-
lier (1959) experiment except that the NRM left and the
pTRM gained are measured at a temperature greater than
the room temperature (for instance 200◦C). Remanence
measurements are classically performed at room temper-
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ature just for purely technical reasons: the paleointensity
oven and magnetometer are usually two different apparatus.
We report here an example of an application of this origi-
nal method on Icelandic lava ﬂows from the Tjornes penin-
sula, which are suspected to have recorded the Matuyama-
Bruhnes transition (Kristjansson et al., 1988). A very de-
tailed rock magnetic study (low- and high-temperature sus-
ceptibility curves, Forc diagrams, thin sections analysis)
revealed the joint presence of two titanomagnetite popu-
lations, the ﬁrst, which has undergone a high temperature
oxidation, shows a SD behavior and a mean Curie tempera-
ture above 500◦C, while the second, not oxidized, presents a
MD behavior and a mean Curie temperature around 150◦C
(Camps et al., 2008). The presence of MD grains does
not enable us to obtain paleointensity estimates with a con-
ventional method. However, by using the CatVTM and
by choosing a temperature of measurement higher than the
Curie temperature of the MD population, e.g., 200◦C, we
obtained paleointensity diagrams of very good technical
quality (Fig. 7).
5. Conclusion
The CatVTM is an apparatus which should improve the
success rate in absolute paleointensity determinations by
directly investigating the physical properties of the NRM
carried by natural rocks. Its use allows researchers to efﬁ-
ciently preselect well-suited samples for paleointensity ex-
periments. Beyond this practical aspect, some experiments,
such as the ones presented in this paper, strengthen the relia-
bility of the paleointensity estimates. This why we believe it
important to continue working on further developments. To
date, improvements can be made on each step of the mea-
surement process. It is still possible to work on more sen-
sitive coils system, and also on three-axis systems (Le Goff
and Gallet, 2004). The use of a very low-noise preampliﬁer
will improve the STN ratio of the system by decreasing the
noise at the source. As linear motors are also improving, it
should be possible to speed up signiﬁcantly the frequency
of the sample motion. Another way to improve the STN
ratio is to increase the induced signal by going out of the
low-frequency electronic noise area. The resistive heater is
an important source of noise. It is an exciting challenge to
ﬁnd other ways to heat the sample by means of an external
heat source as performed in the prototype of magnetometer
developed by Wack and Matzka (2007).
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Appendix A. Analytical solution for G(z)
We present here the analytical solution used to calculate
the G(z) proﬁle in the CatVTM. In this vibrating magne-
tometer, the sensor assembly is made of two coils in series-
opposition (e.g., Smith’s arrangement). The vectorial ge-
ometry factor is then:
G(z) = G1(z) − G2(z)
where the subscripts 1 and 2 denote the ﬁrst and the second
coil, respectively. For the ﬁrst coil, G1(z) is determined by
means of the equation given by Durand (1968):




(cos γ1 ± cos γ2)dρ
where B is the magnetic induction in Tesla, J is the current
density in A/m2, a and b are the coil inner- and outer-
radius in meters, respectively, and γ1 and γ2 two angles as
illustrated in Fig. A.1. Then
G1(z) = B(z)
J
is expressed in T m2/A. To be directly comparable with




where IS is the total intensity of current in amperes passing
through the section S (A1-B1-B2-A2 in Fig. A.1), and S is
the surface of the section in m2, S = 2c(a − b), where 2c is





(cos γ1 ± cos γ2)dρ
where G1(z) is now in T/A, with G1(z) positive if the point
P is inside the limits of the coil (−c, c) and negative if P is
outside the coil. This equation can be developed using:
tan γ1 = ρ
z + c
+
Fig. A.1. Thick coil cross-section illustrating the magnetic induction
generated along the z-axis. a and b are the inner- and outer-radius of
the coil of section S (A1-B1-B2-A2), respectively, c is the half-length.
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G2(z) is found using a translation between the centers of
the two coils.
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